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We present a one-port calibration technique for characterization of beam waveguide components with a 
vector network analyzer. This technique involves using a set of known delays to separate the responses of the 
instrument and the device under test. We demonstrate this technique by measuring the reflected performance 
of a millimeter-wave variable-delay polarization modulator. 
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I. INTRODUCTION 


Free space reflectometry provides a non-destructive 
and contact-free microwave metrology technique. It is 
particularly well suited for measurement of the electro- 
magnetic properties of materials and characterization 
of quasi-optical components in their intended service 
environments 7 7 7 7 . However, calibration challenges 
exist. Errors in ffee-space measurements can arise from 
the influence of multiple reflections, trapped modes in 
the system, and diffraction at the edge of the sample. 
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FIG. 1. The system setup is shown. Dashed vertical lines 
indicate the nominal reference plane locations. 


II. FORMALISM 


Here, as an example, we present measured one-port 
data that addresses these measurement concerns using 
focusing elements to control the illumination of the test 
article, termination of the measured (polarization) modes 
in the system, and vector calibration via a set of con- 
trolled phase delays. The method is inspired by the cali- 
bration techniques employed previously 7 7 and is a ffee- 
space analogue of the TRL (Thru-Reflect-Line) or more 
general LRL (Line-Reflect-Line) methods used for guided 
structures. 7 7 As such, extension to a multiple port cal- 
ibration is straightforward. The underlying approach 
also has application in the characterization of non-mating 
guided structures provided that the electrical delays for 
producing appropriate sampling can be realized. Knowl- 
edge of an appropriately-sampled set of delays between 
30° and 150° yields a well-behaved system of equations. 

In section ?? we describe the method for extracting the 
data. In section ?? we demonstrate the technique with a 
measurement of a variable-delay polarization modulator 
(VPM). We discuss the results and the efficacy of the 
technique in section ??. 
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The non-contacting reflectometry measurement con- 
cept is illustrated in Figure ??. In this illustration, the 
calibration plane for the vector network analyzer (VNA) 
is at the interface between the single mode guide and 
the orthomode transducer (OMT). The single mode from 
the waveguide is expanded by the feedhorn into a beam 
propagating in free space. The unmeasured polarization 
is terminated by a waveguide load and mitigates spuri- 
ous resonances in the system. In this example, the signal 
is reflected off of a device-under-test (DUT) and then 
coupled back into the waveguide by the same feedhorn. 

The DUT is moved through a set of distances, Xi, that 
span approximately half of a wavelength. In this way, 
the scattering parameter can be modeled as the complex 
sum of the reflection due to the instrument and that due 
to the DUT. 

S(xi) = Ti nat + e i2kx 'V out ■ ( 1 ) 

Here, T lnat is the complex reflection coefficient from the 
instrument, and T dut is that, for the device under test. 

is the translated distance for the ith measurement, 
and k is the wavenumber. 

It is convenient to separate these quantities into real 
and imaginary parts: 

Tinst = r mst + *T insi (2) 

F DUT = r OUT + tTpur- (3) 
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And the measured data similarly can be written as 

S(x t ) = + i&l (4) 

If N measurements are taken, a merit function can be 
defined, 
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and minimized by solving \7\ 2 = 

0 to yield 
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Here, 
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where T is the best fit solution to the data, and 


/£<5f \ 

D = £ fq\ 

(S- sm2kx, + Sf 1 cos2kxA 
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These equations have the solution 

f=A _1 D. (10) 

For appropriately-sampled delays, a minimum of three 
delays and a reference reflection are required. A similar 
formalism can be used for transmission measurements. 


III. MEASUREMENTS 

To test this technique, we measured the response of 
a VPM. ? The VPM modulates polarization by intro- 
ducing a variable phase delay between linear orthogonal 
polarizations. It uses a polarizing wire grid and a mir- 
ror placed behind and parallel to the polarizer. In the 
system described here, the VPM wires are oriented at an 
angle of 45° with respect to the direction of the incident 
radiation. 

The polarizing "grid” uses free-standing wires with ra- 
dius a — 34 pm and pitch p = 200 pm. The clear 



FIG. 2. The test configuration is shown. The grid wires are 
45° with respect to the nominal plane of polarization of the 
OMT. 


[aperture of the grid has a diameter of 50 cm. 7 The face 
/sheet of an aluminum honeycomb panel is the reflecting 
mirror. The grid-mirror separation and parallelism were 
controlled using a set of shims and verified using optical 
microscopy. 

The experimental setup is shown in Figure ??. A 
single mode is launched from a test port of the HP 
8510C network analyzer into free space using a feedhorn. 
An OMT 7 coupled to a load is used to terminate the 
unused polarization. The radiation is collimated by a 
paraboloidal mirror and directed onto the center of the 
VPM. It is then reflected by the VPM and refocused back 
into the feedhorn by the same mirror. The reflection co- 
efficent (511) is measured as a function of frequency. 

The corrugated feedhorn has a gain of 25-27 dBi across 
the band. 7 The 55° off-axis paraboloidal mirror has a 
focal length of 50.0 cm and diameter of ~60 cm. 7 The 
mirror is illuminated with a Gaussian beam radius equal 
to ~3.3 cm. The mirror illumination is highly apodized 
by the feedhorn; the edge taper for the mirror is esti- 
mated to be < —40 dB. This configuration was dictated 
by available hardware and allowed many grid wires to 
be illuminated. To improve coupling and control over 
the size of the sample illumination, an ellipsoidal mirror 
could be used in place of the paraboloidal mirror. 

For a given grid mirror separation (d), the technique 
described in Section ?? is applied. Keeping d constant, 
the entire VPM was systematically moved a distance x, 
from a nominal reference location. 

As an example of the efficacy of this technique, we 
measured the response of the VPM with the grid-mirror 
separation set to d-=2.375 pm. Using shims to ad- 
just the distance a we measured the response of the 
VPM for frequencies between 85 and 100 GHz for x, = 
{0, 200, 400, 600, 800, 1000, 1200. 1400, 1600} pm. The re- 
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FIG. 3. The raw data are shown superposed on the ex- 
tracted response of the VPM response and that of the in- 
strument residuals. The instrument response is dominated 
by the OMT. 



FIG. 4. The measured reflectance from the VPM with grid- 
mirror separation set to d =2,375 fim is normalized by the 
response of the mirror alone. The model for the VPM with 
finite resistivity is superposed on the data. 


suits of the extraction of the device and system response 
are shown along with the original raw data in Figure ??. 
The high spectral frequency component of the observed 
response in the raw data is due to the Fabry-Perot cav- 
ity formed between the OMT and its image. Errors re- 
maining after the calibration axe dominated by the un- 
certainty in the determination of a;,-. This uncertainty 
was ~ ±25 n m. Improved mechanical accuracy of the 
test setup would improve the precision of this technique. 

The data in Figure ?? do not take into account loss in 
the system. We removed the grid from the VPM and used 
the aluminum plate as our reflection reference calibration 
standard. In Figure ?? we show the calibrated VPM 
response corrected for system loss. The plate without the 
grid was measured using the same two-tiered calibration 
described in this paper. Residuals exist at the 0.3 dB 
level due to the finite directivity of the VNA modules. 
The data for the reflectance standard were filtered to 
further reduce the effect of the residual standing waves. 


IV. DISCUSSION 

The VPM data are compared to a transmission line 
calculation for the configuration. 7 7 The resistance for 
the grid for both the capacitive (polarization perpendic- 
ular to the wires) and the inductive (polarization parallel 
to the wires) modes have been incorporated in the model 
to account for ohmic losses. 

The null in Figure ?? occurs because the polarizations 
parallel and perpendicular to the grid wires have a rela- 
tive phase of 180° at the frequency corresponding to the 
null. This is the phase difference induced by the VPM 
with d = 2,375 n m. To an good approximation, the 
response can be modeled as a resonator with a quality 


factor, Q ~ 2.4, where Q is related to the measured sig- 
nal, R, by 


R= 1 — 



( 35 )* 


(ID 


Here, ui is the angular frequency, and w 0 is the angular 
frequency of the null. The null in the reflection appears at 
d/X ~ 0.73 for the third cavity resonance. The deviation 
of this point from d/X ~ 0.75 is expected due to the phase 
shift of the grid circuit. 7 

The null is measured at a depth of -50 dB which is 
higher than that predicted by the simple model that is 
limited only by ohmic losses in the grid-mirror structure. 
We find that a 0.1° misalignment in angle of the grid rel- 
ative to the axis of the OMT is sufficient to explain the 
measured effect. This is consistent with our confidence 
in the achieved rotational alignment. Other factors con- 
tributing to the observed finite reflectance at the null in- 
clude the limited precision of the measurement of Xi and 
the limitations on dynamic range and readout resolution 
of the HP 8510C. In applying this technique to the char- 
acterization of high Q systems, changes in optical loss as 
Xi is varied would be of greater importance. For systems 
with high reflectance, this technique could be improved 
by adopting a bilinear form for the reflectance. 

In this paper we have developed and demonstrated a 
vector calibration technique that improves beam waveg- 
uide metrology. For single-moded measurements, we 
have improved the precision over currently-employed 
techniques. The method described here can be extended 
to 2-port systems. 
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